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the size of the air gap. There is no dependency of the 
transversal and longitudinal spot position precision on the 
beam angle. 
 
 
Figure 1: Dose dependency on the number of spots and 
maximal range. Positive values of the parameter “missing 
dose” indicate that the measured dose was lower than 
calculated. Negative values indicate that the measured dose 
was higher. The clinical acceptable tolerance of ± 3 % of 
prescribed dose is highlighted on the colour scale. Number of 
spots and maximal range are mean values over all 
measurements resulting in the same value of “missing dose”. 
Conclusions: The detail analysis of field specific verifications 
has shown that the dose calculation as well as proton therapy 
delivery at PSI is reliable and precise. The dependence of the 
dose measurement on the tumour size and location in depth 
indicates that a correct definition of output factors is 
essential for the precise treatment delivery. 
[1] Trnková P, Gomà C, Mumot M, Lomax T: Patient specific 
verifications of spot scanned IMPT fields at the Paul Scherrer 
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Purpose/Objective: Radiation therapy in conjunction with 
surgical implant fixation is a common combined treatment in 
case of bone metastases. However, metal implants generally 
used in orthopedic implants perturb radiation dose 
distributions. Carbon-Fiber Reinforced (CFR) PEEK material 
has been recently introduced for production of 
intramedullary screws and plates. In this work, we 
investigated the perturbation effects of stainless steel, 
titanium and carbon fiber screws on radiotherapy dose 
distributions by means of Monte Carlo (MC) simulations for a 
6 MV photon beam. 
Materials and Methods: The EGSnrc code package was used 
for the MC simulation of a 6 MV beam from the Elekta Precise 
Linear accelerator. Stainless steel, titanium and carbon fiber 
plates of 1, 3, and 6 mm thickness were used for attenuation 
and backscatter measurements using a 10x10cm2 field at 
SSD=100cm. For the same setup, MC dose calculations were 
performed. Comparison of measured and calculated doses 
was performed in order to verify the validity of the MC 
simulation results. Next, dose calculations for metal and CFR- 
PEEK screws (manufactured by Carbo-Fix Orthopedics LTD, 
Israel) were performed. The screw axis was either parallel or 
perpendicular to the beam axis. Dose perturbation was 
assessed for both situations. 
Results: For the plates, the results of our Monte Carlo 
calculations for all materials were found to be in good 
agreement with the measurements. This indicates that the 
MC model can be used for calculation of dose perturbation 
effects caused by the screws. The dose at the entrance 
surface of the plates was increased (backscatter effect) by 
22% for stainless steel, 18% for titanium and less than 1% for 
CFR- PEEK. There was only minor dependence (less than 1%) 
on the thickness of the plate. For the same plates, the dose 
at the exit surface was reduced by 10, 13 and 17% for steel 
and by 8, 10 and 13% for titanium for the thickness of 1, 3 
and 6mm correspondingly. For the CFR-PEEK plates, the dose 
was increased by less than 2%. For the CFR-PEEK screws, the 
dose perturbation was less than 5% compared to more than 
30% perturbation for the metal screws. 
Conclusions: CFR-PEEK implants have good prospect for use 
in radiotherapy because of less dose alteration and possibility 
of more accurate treatment planning. This could favorably 
influence treatment efficiency and decrease possible over- 
and underdose of adjacent tissue. The use of such implants 
has potential clinical advantage in the treatment of 
neoplastic bone disease. 
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Purpose/Objective: Correct delivery of the planned 
treatment is of vital importance in radiation therapy. To be 
able to monitor beam delivery online, the Integral Quality 
Monitor (IQM, iRT Systems GmbH) was developed. Mounted on 
the linac head it enables real-time, per-segment evaluation 
of the delivered beam [1,2].  
In this study we tested the sensitivity for potential errors in a 
variety of VMAT and IMRT beams as a beta test in the last 
development stage of the IQM. 
Materials and Methods: We incorporated various forced 
deviations/errors in four treatment plans (stereotactic lung, 
lung (VMAT), larynx (VMAT), and head & neck (IMRT)):  
- An unintentionally performed re-optimization of the beams 
after plan approval by the radiation oncologist 
- Incorrect number of monitor units (MU) in two segments 
(±20 MU for a stereotactic beam, ±10 MU for other beams). 
The beam MU remained the same. 
- Incorrect leave positioning (retraction by 1 cm) in a single 
segment, located at the start, halfway, or at the end of the 
VMAT beams. 
The clinical beams, without incorporated errors, are used as 
a reference.  
